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Introduction
Stroke patients risk of developing Venous Thromboembolism (VTE) is significantly  
increased due to factors such as reduced mobility, therefore intermittent compression 
devices (IPC’s) are prescribed to reduce this risk. Unfortunately, the number of patients that 
were admitted with a new stroke and were unsuitable for VTE prevention in the form of IPC’s 
is common due to the demographic of patients who are at greater risk of stroke, for instance 
patients with congestive heart failure and lower limb oedema or those who are unable 
to tolerate IPC. A recent study at the Royal Stoke Hospital2 quantified that 33% of stroke 
patients were unable to be prescribed or tolerate IPC during their acute stay. The CLOTS 3 
study3 reported that without IPC the VTE risk in immobile stroke patients could be as high 
as 8.7%. NICE guidance (MTG19)4 recommends the use of the geko™ device when patients 
cannot be prescribed IPC to reduce the risk of VTE and we conducted an audit to review the 
introduction of the device to this cohort of immobile acute stroke patients.

Method

• We reviewed acute stroke patients admitted to the North Bristol Trust.

• In total 20 patients who were contraindicated or not tolerated were
prescribed the geko™ device.

• Patients were closely observed via care plans over a 24 hour period.

• Feedback forms from a variety of ward staff reviewed the application of the device.

• Feedback forms from patients gathered information on how well
they tolerated the device.

Issues and Considerations

• Some wards were closed due to Covid-19 outbreaks.

• Staffing issues made it difficult to provide device training sessions.

• Staff participation in collecting the data sheets was mixed.

• Patients were removing the geko™ device without informing staff.

• Initial feedback from staff was negative but with further training, education and
support from Stroke ANP’s the feedback was improved, and staff felt this was
a positive change to the care pathway.

Summary of Findings

• Patients found geko™ more comfortable than IPC.

• Patients preferred geko™ overnight (92% concordance level reported) as IPC’s
impacted on quality of sleep.

• Reduced risk of patient falls with the geko™ device.

• Can be expensive as £22 a pair and must be changed every 24 hours although
the NICE economic review states the device is cost saving vs. the cost consequence
of no VTE prophylaxis.

• Care plans proved to be an effective means of correct device fitting.

• Staff gave positive feedback and felt the devices were easy to apply.

• Patients can wear the devices more easily than IPC’s when sitting.
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Stroke VTE prevention protocol 
– including the geko™ device

On admission, review mobility and 
contraindications to IPC

At 24 hours,
reassess all

patients

24 hours to 14 days. Review compliance & risk regularly.
Stop VTE prophylaxis when able to mobilise completely

independently to the toilet and back (no supervision)
OR if fully anticoagulated for any reason

At 14 days, reassess all patients:
Mobility, Tolerance of IPC,

VTE risk, Haemorrhage risk,
LMWH dose
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Box 1: CI to IPC
Leg ulceration
Severe oedema
PVD with ischaemia
Dermatitis

Box 2: Non-stroke VTE risk factors
Leg ulceration
Past Hx DVT or PE
Active systemic inflammation
Obesity
Thrombophilia
Recent surgery

Box 3: Haemorrhage risk factors
Large Infarct: NIHSS >= 15 OR >1/2 MCA territory or complete 
PCA or ACA territory, or >1.5cm brainstem or cerebellum
Primary intracerebral haemorrhage
Current active haemorrhagic transformation
Thrombolysis
eGFR <60
Capilliary glucose >20 mmol/l
Uncontrolled hypertension (SBP >180 mm/Hg)

Yes Yes

Yes

Yes

YesYes

No

No No

No

No

No

• Continue IPC for 30 days or
until discharge if well tolerated

• ADD LMWH to IPC or the geko™ 
device if IPC/the geko™ device 
well tolerated and no haemor-
rhagic risk factors

• REPLACE IPC with LMWH if
IPC not well tolerated and no
haemorrhage risk factors

Give LMWH alone if IPC
contraindicated or not well

tolerated (e.g. interfering with
rehab) AND haemorrhage risk

doesn’t outweigh VTE risk
(SpR or consultant decision)

No thromboprophylaxis if IPC 
contra-indicated AND either 

excessive haemorrhage risk or 
other CI to LMWH

https://d3jfnvbq8rblun.cloudfront.net/wp-content/uploads/2020/01/VTE-Prevention-Stroke-Royal-Stoke-Poster-1383-Patients.pdf
https://pubmed.ncbi.nlm.nih.gov/23727163/
https://pubmed.ncbi.nlm.nih.gov/23727163/
https://pubmed.ncbi.nlm.nih.gov/23727163/



